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1. Introduction
Heavy metals (also known as the trace metals) are a large group of elements which are
industrially and biologically important; in consequence they are defined as the group of
elements with an atomic density greater than 6 g cm-3. Some of these heavy metals are toxic to
living organisms in high concentrations. Heavy metals of greatest concern in terms of human
health, agriculture and ecotoxicology are arsenic (As), cadmium (Cd), mercury (Hg), lead (Pb),
tallium (Tl), and uranium (U). However, some other heavy metals, such as cobalt (Co), chrome
(Cr), manganese (Mn), and zinc (Zn), are necessary for the healthy growth of plants and / or
animals but only in small concentrations. In addition, deficiencies of "essential" trace elements
or heavy metals (often called "micronutrients") have limited agricultural productivity in many
parts of the world, which include the lack of Zn, Cu and Mn in crops and Co, Mn, Cu and Zn
in livestock (Alloway, 1990).
Mercury (Hg) has a high surface tension, meaning it easily forms small, compact, spherical
drops. Although mercury droplets are stable compared to those of other metals, they can
evaporate at high vapor pressures. High mercury concentration in the environment can be
dangerous and increases as elemental mercury evaporates and enters the atmosphere. In
addition, high concentrations of indoor mercury may pose an inhalation risk.
Mercury, which is commonly found in the earth’s crust as salts such as mercuric sulfide, is
released into the environment by volcanic eruptions. In addition to volcanic eruptions, erosion
of rocks and soils can also release mercury. Anthropogenic sources of mercury include mercury
produced as a by-product of the mining and refinement of others metals like copper, gold, lead
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and zinc. Mercury can also be released through recycling operations and is sometimes obtained
from natural gas or other fossil fuels.
Approximately a third of the mercury circulating in the environment is produced naturally,
while the remaining two-thirds are from industrial activity or other human activities. Due to
the increase in industrial activity, the quantity of mercury circulating in the environment
(atmosphere, soils, lakes, streams and oceans) has increased two to fourfold since the beginning
of the industrial era. As a result, mercury levels in our environment are dangerously high.
Most of the mercury in the environment, released from both natural and anthropogenic sources,
is elemental mercury (Hg0), including 99% of total atmospheric mercury. However, biogeochem‐
ical  transformations of mercury can create Hg1+  and Hg2+.  Most inorganic mercury com‐
pounds (Hg1+) are mildly water soluble and can be found in soils and sediments. In contrast,
inorganic Hg2+ compounds vary depending on the local chemical atmosphere. Hg2+ has a short
atmospheric lifetime (minutes) and is quickly removed through deposition due to its high surface
activity and water solubility. Soil microorganisms oxidize mercury to its 2+ form (Leopold et al,
2010; Godarzi et al, 2012; Slowey et al, 2005; Mikac, 1999, Shi et al, 2005).
For the determination of metal in low concentrations a number of techniques can be applied
(Table 1), in particular colorimetry and atomic absorption spectrometry. Colorimetric deter‐
minations do not need expensive instrumentation, but there are some disadvantages such as
the need for destruction of the organic material and a separation step to avoid metallic
interferences. Atomic absorption is very useful for the sensitive detection and quantitative
determination of many metals, especially when using the flameless technique, but the
instrumental requirements are rather expensive, another disadvantage of this techniques is
that they require pretreatment of the sample differs often from metal to metal so that they do
not lend themselves for systematic analyses in which it is not known which metal (s) may, or
not be presented (Bodle et al, 1980; Bigham, 1990; Sarzaniniet al, 1994).
Techniques for total mercury determination include hydride generation atomic absorption
(Chapple, 1990) and cold vapor atomic absorption (US-EPA Method 7471). For a general
determination of mercury species, high-performance liquid chromatography with inductively
coupled plasma mass spectrometry can be used (Fodör, 2000, 2005, 2007; Franke and Zeeuw,
1976). In consequence, there is a need for the relatively simple and rapid analytical procedure
capable to carry out systematic screening for heavy metals (Franke and Zeeuw, 1976). Some
electrochemical techniques can determine all the different mercury species and oxidation
states.
Electrochemistry provides analytical techniques characterized by instrumental simplicity,
moderate cost and portability. Some as stripping methods use a variety of electrochemical
procedures which all share a characteristic initial stage. First, the analyte is deposited on an
electrode, usually starting from a stirring solution. After an exact period of time, electrolysis
is interrupted, stirring is stopped and the quantity of analyte deposited is measured using
voltammetric procedures. During the second stage of the analysis, the analyte is redissolved
or liberated from electrode (Woolever et al, 2001).
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In Anodic Stripping Voltammetry (ASV, Figure 1), the electrode behaves as a cathode during
deposition and as an anode during redissolution, where it is oxidized by the analyte again and
returns to its original form (Skoog, 1997; Dogan-Topal et al, 2010; Pineda et al, 2009; Anguiano
et al, 2012; Bustos, 2012). ASV has been used to detection of trace metals ions in solution at
~10-11 M (or sub-ppb) concentrations have been reported (Hubert, 2001). This technique is
advantageous to other analytical techniques is its simplicity of use, low cost of instrumentation,
and being monodestructive (Wooleveret al, 2001).
Figure 1. Potential sequence used as perturbation in an ASV experiment.
As shown in Figure 1, there are three sequential steps in a typical ASV experiment: deposition
or preconcentration, quiet time and linear stripping. During the deposition step, the electro‐
Technique Hg / ng mL-1
X – rayFluorescense. 10
Neutron Activation. 2
Gold Film. 0.5
Differential Pulse Voltammetry. 0.04
Cold Vapour Atomic Absorption (CVAAS). 0.01
Cold Vapour Atomic Fluorescense (CVAFS). 0.0001
Inductively Coupled Plasma – Mass Spectrometry (ICP – MS). 0.001
Inductively Coupled Plasma – Atomic Emission Spectrometry (ICP – AES). 50
Table 1. Analytical techniques to determine mercury.
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active species are reduced up to their zero-valence form under stirred electrolytic solutions.
In this sense, Ef must to be a more negative potential than Ei. Later, the stirring is stopped
during the quiet time in order to avoid convection transport of ions through the solutions.
Finally, the species previously reduced are selectively oxidized during an anodic linear sweep
and the current is recorded as function of the potential applied without stirring of the electro‐
lytic solutions (Scholz, 2002).
Figure 2. Potential wave form used as perturbation in a DSPV (A) and NPV (B) experiment.
Differential Pulse Stripping Voltammetry (DSPV, Figure 2A) is comparable to Normal Pulse
Voltammetry (NPV, Figure 2B) in that the potential is also scanned with a series of pulses.
However, it differs from NPV because each potential pulse is fixed, of small amplitude (10 to
100 mV), and is superimposed on a slowly changing base potential. Current is measured at
two points for each pulse, first point just before the application of the pulse and second one at
the end of the pulse (Ari et al, 1990; Brett and Oliveira, 1998).These sampling points are selected
to allow for the decay of the nonfaradaic (charging) current. The difference between current
measurements at these points for each pulse is determined and plotted against the base
potential (Woolever et al, 2001; Franke and Zeeuw, 1976).
Square Wave Voltammetric (SWV) technique is among the most sensitive means, for the direct
evaluation of concentrations; it can be widely used for the trace analysis. The perturbation
consists of a square wave having constant amplitude, superimposed at the same time upon a
staircase wave form. The current is measured at the end of each forward half-cycle (If) and at end
of each reverse half-cycle (Ir). The difference between both current values (If-Ir) is displayed as a
function of the applied potential E as shown in Figure 3. Therefore, the effect of the charging
current is notably decreased in SWV since any residual charging current is completely re‐
moved (Bard and Rubinstein, 1999; Ari et al, 1990; Scholz, 2002; Zbigniew et al, 1994; Brett and
Oliveira, 1998).
SWV has several advantages, has an excellent sensitivity and the rejection of background
currents, this speed coupled with computer control and signal averaging allows for experi‐
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ments to be performed repetitively and increases the signalto- noise ratio. Applications of SWV
include the study of electrode kinetics with regard to preceding, following, or catalytic
homogeneous chemical reactions (Franke and Zeeuw, 1976; Dogan – Topal et al, 2010).
Using ASV, the concentration of mercury in liquid samples can be determined. For the
determination of mercury in soil, ASV is used after an acid digestion which removes mercury
from soil samples (Lamble and Hill, 1998). Some alternative methods for the removal of
mercury in soil samples also exist, such as the use of removing agents as called in Table 2, in
these studies removing agents were used to remove some heavy metals from different samples
(Reddy and Camesselle, 2009; Reddy, 2005; Haheb, 2012; Tandy et al, 2004; Rhazi, 2002; Cox,
1996; Robles et al, 2012). In this paper, we compared the efficiency of eight removing agents
showed in Table 2 in the ability to remove mercury from polluted bentonite and quartz
comparing DSPV, SWV and ASV.
Removing agent Concentration Sample Removed Metal η / %
Ethylenediamine
tetraacetic acid (EDTA) 0.2 M
Low permeability soil
polluted with heavy
metals
Hg
20
Diethylenetriamin
pentaaceticacid (DTPA) 0.2 M 50
Potassium iodide (KI) 0.2 M 80
Hydroxypropyl-β-
cyclodextrine (HPCD) 10% 15
Ethyleneediaminetetraac
etic acid + cysteine+
sodium chloride
275 mgL-1,
Rawfish Hg 901.25%,
Figure 3. Potential wave form used as perturbation in a SWV experiment.
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Removing agent Concentration Sample Removed Metal η / %
(EDTA +Cys+NaCl) 0.5 %
Respectively
Ethylenediamine
tetraacetic acid (EDTA)
0.4 and 4 mM Pollutedsoil Cu, Pb
(Cu)- EDTA (84),
NTA (66)
EDDS (67)
Ethylenediamine
disuccinicacid (EDDS)
Iminodisuccinicacid
(IDSA)
(Pb)- EDTA (94),
NTA (65),
Ácidometilglicindi acetic
(MGDA)
EDDS (67)
Nitrilotriacetic acid
(NTA)
Chitosan
0.02 mMg-1
(Co2+ and Ca2+)
Polluted water
Co, Ca, Cr, Cu (53),
Cu Co (11)1.2 mMg-1 (Cr3+)
2 mMg-1 (Cr3+)
Potassium iodide (KI) 0.1 M Polluted soil Hg 99
Potassium iodide (KI) 0.1 M
Polluted
soil Hg
62
Ethylenediamine
tetraacetic acid (EDTA) 0.1 M 75
Table 2. Scientific publications about metal extractions facilitated by removing agents.
Table 2 contains references about different removing agents reported to remove different
metals. These studies analyzed the removal of metals from different samples, obtaining the
highest efficiencies using removing and complexing agents by exchanging charges of cations
to remove mercury in the first case, or coordinating cations in the second case (Wypych,
2004; Montuenga, 1979; Přibil, 1982; Buffle, 1990; Spencer et al. 2000; Malone, 1999).
2. Experimental procedure
Stripping voltammetric measurements were carried out using the potensiostat / galvanostat
Epsilon modular electrochemical analysis system. Three-electrode electrochemical cell (Figure
4) was used with glassy carbon electrode as working electrode, a platinum wire as auxiliary
electrode and an Ag/AgCl as reference electrode (Pineda et al, 2009; Anguiano et al, 2012;
Bustos, 2012). Glassy carbon electrode was polished in cloth with an alumina suspension of 1,
0.3 and 0.05 μm. Between each polish it was rinsed with deionized water, and then it was
sonicated during 5 min in deionized water to eliminate any residual alumina.
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Figure 4. Scheme of a 3-electrode cell used in voltammetry techniques, where gas inlet is used for bubbling electro‐
lyte solution with an inert gas and with controlled temperature.
2.1. Reagents and solutions
Reagents used in this study were: potassium chloride, potassium iodide, potassium hydroxide,
sodium hydroxide, etilendiamintetracetic acid, and hydrochloric acid obtained from J. T.
Baker; sodium chloride from Sigma Ultra; chitosan from crab shells practical grade, β-
ciclodextrin hydrate, L-cysteine were obtained from Aldrich. For mercury pollution were used
mercury chloride (II) from Merk, and mercury oxide (II) obtained from Hach. Calcium
bentonite from Lodbent Bentonite, and sand white quartz from Sigma Aldrich.
Removing agents tested were 0.1 M potassium iodide (KI), 0.1 M potassium chloride (KCl), 0.1
M potassium hydroxide (KOH), 0.1 M hydrochloric acid (HCl), 0.1 M ethylenediaminetetra‐
acetic acid (EDTA), 10% hydroxypropyl-β-cyclodextrine (HPCD) in deionized water, 0.01 M
chitosan and a mixture of 275 mgL-1 EDTA, 1.15% cysteine and 0.5% sodium chloride (NaCl).
All of the agents, with the exception of chitosan, had previously been tested for the ability to
remove metals in soil samples. Control experiments were carried out with water. Solutions
were prepared using water type I, according to ASTM-D1193-99. Chitosan were dissolved in
acetic acid. Samples of quartz and calcium bentonite were polluted with mercuric chloride
(HgCl2) and mercuric oxide (HgO) at concentrations of 10 and 25 mgL-1. Eight removing agents
were tested to find the most effective. The percentage of mercury removed was quantified by
ASV after extracting the liquid from the bentonite/quartz samples.
2.2. Techniques and procedures
Electrochemical techniques as Anodic Stripping Voltammetry (ASV), Differential Stripping
Pulse Voltammetry (DSPV) and Square Wave Stripping Voltammetry (SWSV) were tested to
select adequate technique to quantify mercury removal efficiency. After select adequate
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technique, calibration curves were created for all different removing agents for the addition
of both HgCl2 and HgO.
Experimental conditions for ASV were as follows: pre-concentration potential –0.6 V vs. Ag/
AgCl, deposition time 6 min, quiet time 30 s, scan rate 20 mV s-1. An increase in signal due to
increasing mercury was monitored and recorded along with the increment in current associ‐
ated with the concentration addition. For SWSV were used an initial potential of -0.2 mV, a
deposition potential of -0.6 V for a deposition time of 10 s; a quiet time of 5 s, a SW frequency
of 50 Hz, a potential step of 0.005 V. For DSPV were used an initial potential of -0.2 mV, a
deposition potential of -0.6 V for a deposition time of 10 s; a quiet time of 5 s, a potential step
of 4 mV, a pulse width of 50 ms, a pulse period of 200 ms, pulse amplitude of 50 mV. All
experiments were carried out at room temperature (25±1°C) (Anastasiadou et al, 2010).
Calibration curves for mercuric quantification were done using electrochemical techniques to
select the best.
3. Results and discussion
3.1. Selection of detection technique
To select the technique to quantify mercury was realized calibration curves with both mercury
compounds by ASV, DSPV and SWSV. Figure 5 shows the comparison of mercury detection
using different electrochemical techniques. Mercury chloride was not showed but resembled
same behavior. Table 3 shows comparison of electrochemical techniques of both mercury
compounds, where it shows that any technique can be used to quantify mercury by its low
detection and quantification limits, but the use of ASV shows the best fit with the lowest DL
and QL. In consequence, ASV was selected to quantify mercury in solution, which was
removed from polluted bentonite and quartz.
Mercury
Compound Technique Linear Equation R
2 m
(µA mM-1)
DL
(pM)
QL
(nM)
HgCl2
ASV 2549.30x - 0.0355 0.993 2549.30 112.043 0.373
DPSV 299.43x - 0.5035 0.978 299.43 422.226 1.407
SWSV 467.50x - 1.3763 0.981 467.50 479.046 1.597
HgO
ASV 6793.30x - 5.4037 0.998 6793.30 42.046 14.015
DPSV 1313.70x - 1.0952 0.968 1313.70 96.237 32.079
SWSV 2347.90x - 1.6533 0.971 2347.90 95.385 31.795
Table 3. Parameters comparison of stripping voltammetry to quantify mercury.R2 is the correlation coefficient, m
represents the slope of linear regression; DL means Detection Limits, QL represents Quantification Limits.
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Figure 5. ASV-DSPV-SWSV comparison to select technique to quantify mercury removed.
3.2. Electrochemical responses of removing and complexing agents
After obtaining encouraging calibration results for mercury detection using ASV with
sequential addition on removing agents proposed. Electrochemical answer of removing and
complexing agents in the presence of mercury compounds was obtained (Figure 6).
Table 4 shows corresponding equations of different removing agents, including fitting (R2),
sensibility (obtained from the slope m), detection and quantification limits (DL and QL
respectively) for both mercury compounds. DL and QL represent fundamental performance
characteristics of measurement processes, where DL or Limit of Detection (LOD) is defined as
an indicator of the minimum detectable analyte net signal, amount or concentration. His term
is widely understood and quoted by most chemists as a measure of the inherent detection
capability. In general, the LOD is taken as the lowest concentration of an analyte in a sample
that can be detected, but not necessarily quantified, under the stated conditions of the test. In
another hand, QL or Limit of Quantification (LOQ) is the lowest concentration of an analyte
in a sample that can be determined with acceptable precision and accuracy under the stated
conditions of test. The general equation to determine detection and quantification limit is:
LOD
LOQ = F (SD)b
Where F is a factor of 33 and 10 for LOD and LOQ, respectively. SD represent the standard
deviation of the ordinate intercept, or residual standard deviation of the linear regression; and
b the slope of the regression line. For a linear calibration curve, it is assumed that the instrument
response y is linearly related to the standard concentration x for a limited range of concentra‐
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Figure 6. Electrochemical behavior of mercury compounds to removing agents: (A) HCl, (B)KCl, (C)KI, (D) KOH, (E) H2O,
(F) EDTA, (G) chitosan, (H) HPCD and (I) EDTA+Cys+NaCl.White the ASV showed before, calibration curves of each of one
mercury compounds added to removing agents was obtained as Figure 7 shows with the ASV response for chitosan.
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Figure 7. ASV detection of HgO addition to chitosan in 0.1 M HCl using vitreous carbon, platinum wire and Ag|AgCl as
work, counter and reference electrode with a scan speed of 70 mV s-1 (A), and linear fit of HgO addition to chitosan (B).
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tion. This model is used to compute the sensitivity b and the LOD and LOQ. Therefore, the
LOD and LOQ can be expressed as
LOD = 3Sab ;  LOD =
10Sa
b
Where Sa is the standard deviation of the response and b is the slope of the calibration curve.
The standard deviation of the response can be estimated by the standard deviation of either
y-residuals, or y-intercepts, of regression lines. This method can be applied in all cases, and it
is most applicable when the analysis method does not involve background noise. It uses a
range of low values close to zero for calibration curve, and with a more homogeneous
distribution will result in a more relevant assessment (Currie 1995, 1999; Guidance 2000).
As can be seen in Table 4, we obtained a good QL and DL of mercury compounds in the
presence of removing and complexing agents. So ASV is a good technique to determine
mercury concentration in presence of removing agent too. In this way, removal efficiencies of
mercury were analyzed in the next section.
Removing Agent
HgO
Equation R2 m(mA mg-1)
DL
(μg L-1)
QL
(μg L-1)
HCl y=0.0077x+0.0980 0.993 0.0077 0.2000 0.6680
KCl y=0.0093x+0.0421 0.999 0.0093 0.0676 0.2250
KI y=0.0141x+0.1194 0.982 0.014 0.0292 0.0974
KOH y=0.0035x+0.0280 0.994 0.0035 0.2750 0.9160
EDTA y=0.0039x+0.0369 0.988 0.0039 1.2400 4.1400
HPCD y=0.0069x+0.0730 0.982 0.0069 0.1100 0.3660
Cys+EDTA+NaCl y=0.0083x+0.0162 0.999 0.0083 0.0454 0.1510
Chitosan y= 0.0054x+0.0401 0.992 0.0054 0.1480 0.4930
Complexing Agent HgCl2
HCl y=0.009x+0.0576 0.995 0.009 0.1710 0.5710
KCl y=0.0092x+0.0538 0.993 0.0092 0.0684 0.2280
KI y=0.0106x+0.1018 0.980 0.0106 0.0386 0.1290
KOH y=0.0005x+0.0484 0.970 0.0005 1.9200 6.4100
EDTA y=0.0033x+0.0421 0.975 0.0033 1.4700 4.8900
HPCD y=0.0056x0.0487 0.995 0.0056 0.1350 0.4510
Cys+EDTA+NaCl y=0.0163x-0.1353 0.987 0.0163 0.0231 0.0770
Chitosan y=0.0046x+0.0406 0.986 0.0046 0.1740 0.5790
Table 4. Calibration curves corresponding to each removing agents.
Electrochemical Detection of Mercury Removal from Polluted Bentonite and Quartz using Different Removing Agents
http://dx.doi.org/10.5772/57446
389
3.3. Mercury removal efficiencies
Removal percentages were calculated in base of fitting equations for all the different removing
agents, they are show in Figures 8 and 9. Due to structural differences in bentonite and quartz
(Figure 10), mercury removal behaved differently for the two.
Figure 8. Removal percentages of mercury (HgCl2 and HgO) in bentonite using different removing agents with 10 mg
L-1 (A) and 25 mg L-1 (B) mercury concentration.
Figure 9. Removal percentages of mercury (HgCl2 and HgO) in quartz using different removing agents with 10 mg L-1
(A) and 25 mg L-1 (B) mercury concentration.
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Figure 10. Representation of the structure of bentonite (A) and quartz (B) (Bruker AXS Advanced X-Ray Solutions Soft‐
ware).
Quartz is ordered as strong matrix of oxygen-silicon bonds, which prevent metal ions from
penetrating its structure (Figure 10B). On the other hand, metal ions can easily slip into
bentonite, which is formed of stacked layers, due to the gaps between the layers (Figure 10A).
Because of the strong organized bonds in quartz, mercury is more easily removed from quartz
than bentonite. Moreover, the particle size of bentonite is lower than quartz, and therefore has
a bigger surface area and as a synthetic colloid, in addition, it has negative charges which
attract positive ions. Once bentonite and quartz samples were contaminated with HgO or
HgCl2, removing agents were added. After 24 h the sample was collected and analyzed by
ASV.
In order of the results obtained, bentonite adsorbed chitosan easily, swelling up dramatically
which made it difficult to remove the supernatant. Therefore, the removal of mercury from
bentonite using chitosan was inefficient (Figure 8, less than 5 %). This effect was consequence
of the affinity of chitosan to the layers of bentonite and it was retained inside of this clay. In
contrast, when the chitosan was used to remove Hg2+ from quartz (Figure 9), this got a removal
close to 30 % when it was 10 mg L-1, and the double of removal was when quartz had 25 mg
L-1 mercury; this increase was proportional to the concentration of mercury ions over quartz,
where chitosan took off the pollutant from particle surface to the solution. Anyway, all the
different extracting agents used to remove mercury remove metals by electrostatic forces,
forming ionic bonds. Thus, magnitude depends on ionic charge.
On the other hand, complexing agents act differently with metallic ions. Metals tend to lose
electrons  during chemical  reactions,  creating  metallic  ions.  The  positive  charge  of  these
cations attracts negative ions to form complexes held together by covalent bonds. Donat‐
ing species (ligands) needs to have a lone pair of electrons which can be donated to form
a bond.  Water,  ammonia  and  halides  are  common inorganic  ligands  (Buffle,  1990;  Ma‐
lone, 1999; Montuenga, 1979).
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Stronger compounds as EDTA and chitosan tend to remove more mercury contamination
present in the bentonite and quartz samples, than 0.1 M KI, 0.1 M KCl, 0.1 M KOH, 0.1 M HCl,
0.1 M EDTA, 10 % HPCD, 0.01 M chitosan and a mixture of 275 mg L-1 EDTA, 1.15 % cysteine
and 0.5 % NaCl by the different arrangement of mercury ions in these chemical solutions, with
less than 10 % removal from bentonite (Figure 8), and less than 20 % from quartz (Figure 9) in
both concentrations of Hg2+: 10 and 25 mg L-1.
With ASV has been possible study the thermodynamic and kinetic of adsorption of Hg (II) on
Ca-Bentonite, detecting the pollutant in solution to confirm that Ca-Bentonite has a good
adsorption capacity of Hg2+ adjusting the results to Freundlich isotherm as a mathematical
model, with a pseudo second order of reaction. Using the standard potential (E°) obtained after
the ASV, we obtained different thermodynamic parameters as equilibrium constant (Keq), free
standard energy (ΔG°) and entropy (ΔS°) of Hg2+ – Ca-Bentonite. These results indicate us that
the process of adsorption is spontaneous, endothermic and irreversible by a possible inclusion
and interchange of Hg2+ with Ca2+ between the Bentonite slides.
In addition, we have used the ASV to evaluate the electrorremediation of mercury polluted
soil using complexing agents like EDTA removing up to 75 % of metal contaminants in mercury
polluted soil samples by wetting them with 0.1M EDTA, placing them in an experimental cell
equipped with Ti electrodes, and then applying a 5 V electric field for 6 hours in a batch reactor;
Hg2+ was removed around 87 % in a time of 9 hours close to the anode side by the presence
this complexing agent (Robles et al, 2012).
4. Conclusions
ASV was selected as an electrochemical technique to quantify the percentage of mercury
removed in liquid samples, which were derived from bentonite and quartz samples previously
polluted with two mercury compounds (HgO and HgCl2). Eight removing agents were
analyzed: 0.1 M KI, 0.1 M KCl, 0.1 M KOH, 0.1 M HCl, 0.1 M EDTA, 10 % HPCD, 0.01 M chitosan
and a mixture of 275 mg L-1 EDTA, 1.15% cysteine and 0.5 % NaCl, using both extracting (ionic
bond complexes) and complexing agents (covalent bond complexes).
The best result of the removal of Hg2+ from bentonite and quartz were obtained with com‐
plexing agents: EDTA and chitosan. For bentonite, the most effective removing agent was
EDTA which removed 17 % of both Hg compounds. In the case of quartz, chitosan was the
best removing agent, removing 62 % of HgO and 53 % of HgCl2.
This is the first report of the use of chitosan to remove mercury ion from bentonite and quartz,
which is a very good new alternative of complexing agent because it is biodegradable, cheap
and easy to obtain (derived from shrimp exoskeleton), with potential application to quantify
mercury in polluted soil during some remediation strategy to verify its cleaning without a pre-
treatment of sample.
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